FITIGER / CHOKING LEARNING RESOURCES

A fully seated connection

Assembly sequence supplied by Fitiger

EasyPumpVac FoldPumpVac

ALIGN

Locate the matching connector and opening.

PUSH + ROTATE

Push upward while rotating the mask.

e SEAT FULLY

Continue until no farther insertion is possible.

The connection must be tight. Do not use a loose connector or one that inserts
with little resistance.

Source: Fitiger final User Manuals FAC01 / FAC02, V1: section 4.1: mask assembly
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Manual artwork / Al-created learning scene; not a complete technique demonstration.



